
Note

All DRP drills are 0.8 mm longer
than the implant. In the planning
stage and while drilling in
proximity to vital anatomical
structures, this added length
must be considered.

Tappers may be used at the
operator’s discretion, based on
the bone density encountered
and to reduce insertion torque
stress during implant placement
in the surgical site.

DRILL R.P.M. 600/900 max 

COUNTERSINK  R.P.M. 600/900 max

TAPPERS 25/50 R.P.M. - 45 Ncm 

Recommended surgical sequence and drill speed
F TK IMPLANT
DIAMETER - Ø 4.75 mm

Optional

Warning !
The parameters should be considered as general indications.
The clinical evaluation should always be subjected to careful analysis by the practitioner in each
specific case.
Based on the clinical features and bone consistency detected at the time of implant surgery, the
choice of the available instrumentation will be made by the practitioner.

DRLNC DRP200
DRP230

CPT3747 DRP310 CPT3747 DRP360 CTK475 MSF3714DRP410
Final
Drill


